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TECHNICAL GAS-ANALYSIS
thin sticks of moistened phosphorus. The manipulation is described eodem loco. A very convenient form of apparatus, devised by Strype for the analysis of exit-gases, is described in Lunge's Sulphuric Acid and Alkali^ 3rd ed., i. p. 739. Other apparatus have been described, e.g., by Davis (Chem. News, 1880, xli. p. 188); Lovett (/. Soc. Chem. Ind.^ 1882, p. no); Pringle (ibid.y 1883, p. 53). We here show the apparatus of Lindemann, as modified by CL Winkler, Fig. 125. The measuring-tube A is fitted at the top with a three-way tap, and
FIG. 125.
has a capacity of 100 c.c., of which 25 c.c. are contained in the lower cylindrical portion, which is graduated in TV c.c. B is the absorption vessel filled with thin rods of phosphorus, and C the levelling bottle. The manipulation is the same as with the Orsat apparatus.
M. Liebig (Post's Ckem. Tech. Analyse, 2nd ed., i. p. 700) describes an apparatus arranged for absorbing the oxygen by alkaline pyrogallol; the gas is aspirated by means of a rubber bellows into a 50 c.c. pipette, and forced from this through the absorbing solution into a graduated measuring-tube.